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Quick Reference Guide
XW Warning

To prevent possible electrical shock, fire, or personal 
injury, read the “287/289 Safety Information” before 
you use this Product. 

Go to www.fluke.com to register your product and find 
more information.
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Measure Millivolts AC

Menu - Opens the function and 
mode menu.
Save - Accesses the memory 
management menu for saving 
measurements, setting up
recording sessions, or viewing and 
deleting stored measurements 
from memory.

Baragraph - An analog display of
Setup - Opens the setup menu.
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