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This supplement contains information necessary 
to ensure the accuracy of the above manual.  
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Change #1  

Add the following to the list of Warnings: 

 Measure a known voltage first to make 
sure that the Meter operates correctly. If 
you are unsure, have the Meter examined.  

Add the following to the Symbols table: 

 Conforms to relevant South Korean 
EMC Standards. 

 

 

 

 


