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Cindy Johnson

Issued by: Cindy Johnson, AScT.

PRODUCTS
CLASS 3631 05 - ELECTRICAL MEASUREMENT AND TEST EQUIPMENT
CLASS 3631 85 - ELECTRICAL EQUIPMENT FOR MEASUREMENT USE - Certified to

US Standards

Digital Multimeter, Model 28IIEx; battery powered by 3 AAA batteries, NEDA 24A IEC LR3

 Notes: 

1. The above model is Equipment Class II, Pollution Degree 2, Measurement Category: CAT III 1000V/CAT IV
600V.

2. With Accessory Test Leads Model TL175.

 
APPLICABLE REQUIREMENTS

CAN/CSA-C22.2 No. 61010-1-04 - Safety Requirements for Electrical Equipment for Measurement, Control,
and Laboratory Use, Part 1:  General Requirements + CAN/CSA C22.2 No 61010-1-04 Update No. 1:2008

UL Std. No. 61010-1 (2nd Edition) - Safety Requirements for Electrical Equipment for Measurement, Control,
and Laboratory Use - Part 1:  General Requirements


